Set-Up Guide
FloShield Plus: Traditional

1. Syringe must snap in place
   - Dispenser

2. Open valve
   - Flo-X Syringe
   - Insufflation Tubing
   - Non-Camera Trocar
   - T Connector

3. Open valve
   - Largest Trocar
   - Trocar Vent
   - CO₂

4a. FloShield Sheath
    - Laparoscope

4b. Finger tighten
   - Locking Clamp
   - Alignment Fork

5. Quick Connect
   - FloShield Sheath

www.floshield.com